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SUMMARY 


1.  The  Royal  Canadian  Colour  Vision  Lantern  was  tested  in 
accordance  with  Project  Order  V5>2. 

2.  This  report  deals  with  five  hundred  of  the  men  who  were  test¬ 
ed  on  the  Royal- Canadian  Lantern  in  addition  toother  color  tests 
in  use  in  this  Laboratory. 

3.  Tables  and  graphs  showing  results  of  these  teslt  are  present¬ 
ed.  together  with  a  discussion  of  their  relative  merits. 

4.  Advantages  of  the  Royal  Canadian  Lantern  appear  to  bet 

(a)  Simplicity  of  administration.  Little  training  necess¬ 
ary.  Re  stilts  not  influenced  by  individual  operators 
whereas  the  Edridge-Green  lantern  requires  consider¬ 
able  training  and  is  difficult  to  administer. 

(b)  Short  test  --  approximately  1^  minutes  per  normal 
individual.  (The  American  Optical  Company  (A -O)  plates 
complete  --  1^  +  3  minutes;  Edridge -Green  complete  -- 
3-f  minutes). 

(c)  Simple  to  interpret  and  to  score.  Coaching  or  pre¬ 
vious  training  has  minor  influence  on  results  of  lantern 
but  marked  influence  on  results  of  A-0  plates. 

(d)  Permits  positive  interpretation. 

(e)  No  special  lighting  required. therefore  can  always  be 
given  under  standard  conditions,  A-O  plates  are  seldom 
given  under  standard  conditions,  with  consequent  wide 
variance  in  results. 

(f)  Less  exacting  in  selection  than  A-O  plates  given  and 
scored  in  accordance  with  existing  ^structions. 

5.  Disadvantages  of  the  Royal  Canadian  Lantern  are: 

(a)  Requires  dark  room. 

(b)  Does  not  screen  malingerers  effectively, 

(c)  Does  not  permit  fine  gradations  in  interpreting  type 
and  degree  of  color  blindness.  (However,  tills  is  not 
necessary  for  service  requirements). 

(d)  Allows  some  slightly  anomalous  individuals  to  pass 
as  normal. 

6.  The  administration  of  the  test  was  modified  as  noted  in  the 
text.  These  qhanges  have  proven  valid  and  simplify  the  opera¬ 
tion  of  the  test. 


2 


7.  If  this  test  is  to  be  used  in  our  Navy»  the  instructions  shoxxld 
be  modified  as  follows: 

(a)  Do  not  require  dark  adaptation. 

(b)  Inform,  as  to  only  red»  green  and  white  color9:(fou8  ob¬ 
viating  the  necessity  for  evaluating  other  interpretations 
of  the  colors). 

(c)  One  operator  only  is  required. 
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TRIAL  OF  ROYAL  CANADIAN  COLOUR  VISION  LANTERN 
IN  COMPARISON  WITH  OTHER  COLOR  VISION  TESTS 

This  investigation  was  carriedout  in  accordance  with  the 
Memorandum  of  the  Medical  Research  Section*  Bureau  of  Med¬ 
icine  and  Surgery*  Project  V5-2.  (Reference  (a)) 

The  equipment,  personnel*  and  the  technical  details  are 
the  same  as  reported  in  the  preliminary  report*  Reference  (b). 
All  tests  discussed  in  this  paper  were  described  in  the  prelimin¬ 
ary  paper. 

Again  the  work  was  accomplished  and  the  report  prepared 
by  REED*  John  David*  PhM.2c,  USNR*  who  came  to  the  Medical 
Research  Laboratory  from  the  Graduate  School  of  Brown  Univ¬ 
ersity. 

The  Royal  Canadian  Lantern  is  a  table  instr\iment*  show¬ 
ing  two  horizontally  disposed  lights  at  a  time.  These  are  spaced 
one  inch  apart  and  moveable  diaphragm  makes  it  possible  to  use 
lights  which  are  either  .2  inches  or  .02  inches  in  diameter.  The 
larger  are  used  for  demonstration  and  the  smaller  for  testing 
purposes.  There  are  three  colors  of  filters  used:  --  deep  red 
(Corning  #241),  standard  signal  green*  and  white.  All  nine  pos¬ 
sible  pairs  are  shown  at  least  once  in  thecoxirse  of  any  one  test* 
and  the  individual  being  tested  is  required  to  name  Uiem  correct¬ 
ly*  The  brightness  of  these  colored  lights  is  approximately  equal 
with  Uie  exception  of  one  less  bright  white  of  a  pair  of  whites. 
The  red  presents  greater  difficulty  to  the  color  anomalous  in¬ 
dividual  than  standard  signal  red. 

The  source  of  light  in  the  lantern  is  a  pre -focussed  32 
candle  power  automobile  headlight  b\ilb  running  from  an  8 -volt 
transformer*  and  its  intensity  is  controlled  by  means  of  a  rheo¬ 
stat.  The  proper  illvunination  is  determined  by  a  btiilt-in  jdioto- 
electric  cell.  From  Uie  bulb  the  light  passes  through  opal  glass 
and  the  various  colored  filters  and  is  directed  toward  the  subject. 
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The  filters  are  mounted  in  a  disc  which  is  rotated  to  present  tiie 
nine  different  color  combinations.  The  whole  instrviment  is  housed 
in  a  black-painted  box  with  dim  recessed  floodlights  on  the  back 
for  the  use  of  tiie  examiner.  The  face  of  ttie  box  is  approximate¬ 
ly  eleven  inches  wide  and  fourteen  inches  high,  and  the  body  is 
about  fifteen  inches  long. 

The  instructions,  issued  by  the  makers,  for  administer¬ 
ing  the  test  require  that  the  subject  be  dark  adapted  for  at  least 
ten  minutes,  following  which  he  is  led  into  a  darkened  room  and 
seated  twenty  feet  from  the  lantern  exactly  in  line  with  the  front 
apertures.  He  is  instructed  to  name  the  colors  he  sees  from  left 
to  right,  and  at  the  same  time  to  raise  the  hand  corresponding  to 
the  position  of  the  colors  named.  Furthermore,  an  attendant 
or  a  helper  in  charge  of  the  subject  stands  with  one  hand  on  each 
of  the  subject's  shoulders  to  insure  that  there  is  no  miscalling 
of  the  order.  There  are  specific  instructions  for  varying  the 
order  of  the  combinations  presented,  since  the  Canadians  often 
had  potential  subjects  in  the  room  as  well  as  the  men  being  ex¬ 
amined. 

In  experiments  here  it  was  found  unnecessary  to  follow 
all  these  instructions  exactly.  The  test  was  given  by  one  indiv¬ 
idual  without  an  assistant;  and  as  the  subjects  were  alone  in  the 
roomwith  him, a  fixed  order  of  presentation  of  combinations  cotild 
be  maintained,  thus  leading  to  more  constant  resxilts.  It  was  al¬ 
so  found  unnecessary  and  even  inadvisable  to  have  tile  subjects 
raise  their  hands  when  they  named  the  colors.  If  they  did  not 
read  the  colors  from  left  to  right  on  the  first  demonstration 
test  with  the  large  aperture  they  were  rexninded  to  do  so,  and 
this  was  found  sufficient  to  insure  proper  performance.  The  in¬ 
structions  given  to  each  subject  were:  *T  will  present  pairs  of 


colored  lights  to  you  which  you  are  to  namei  giving  the  left  one 
first  and  then  the  right  one.  These  are  pure,  simple  colors  and 
should  be  named  as  such.  For  example,  don't  say  pink  or  crim* 
son  or  anything  like  that!  just  say  red.  “Do  you  understand?  *' 

If  the  man  said  yes.  he  was  shown  a  red-green  combination  witii 
the  large  aperture  and  if  he  named  the  left  one  first  and  then  the 
right  one  the  examiner  said.  *T  guess  you  understand",  changed 
the  aperture  to  the  small  size  and  started  on  the  test  series.  If 
the  subject  said  "red-blue"  or  *‘red-white"  or  nnade  another 
such  error  on  the  red-green  combination,  he  was  not  corrected 
by  the  examiner  who  went  directly  to  the  small  aperture  a,s  be* 
fore.  The  red  was  not  nniscalled  on  the  large  aperture  by  any  of 
the  men  tested.  If  he  gave  the  improper  order. he  was  told  again 
to  give  &e  left  one  first  and  then  he  would  do  so.  If  he  said 
“left,  red";  “right,  green"  or  used  some  other  means  of  indica¬ 
ting  which  was  which,  he  was  told  merely  to  give  the  left  one 
first  witiiout  additionally  calling  it  left.  In  no  case  was  the  sub¬ 
ject  told  that  the  colors  he  named  were  correct  or  incorrect. 

The  order  of  the  series  as  we  presented  it  was:  green- 
red.  white-green,  green-white,  green-green,  red-green,  white- 
red.  white -white,  red-white,  red-red.  green-red.  white -red.  It 
will  be  seen  tiiat  green-red.  white -green,  and  red-white  occurred 
twice.  This  order  follows  the  instructions  given  with  the  lantern. 
It  is  probable  that  if  we  had  used  a  different  order,  tiie  responses 
givenby  color-normal  individuals  woxild  have  been  slightly  differ¬ 
ent.  We  gave  two  combinations  of  green  and  white  before  pair¬ 
ing  tile  white  with  the  red.  The  white,  when  presented  with  green, 
appears  of  a  more  yellowish  cast  tiian  when  presented  with  red. 
Since  the  first  presentation  of  the  white  light  was  with  green,  the 
subjects  had  a  tendency  to  call  the  white  “yellow"  or  "orange", 
which  they  probably  would  not  have  had  to  the  same  degree  if  the 
first  presentation  of  the  white  had  been  with  red.  We  selected 
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this  order  for  that  very  reasont  so  that  the  greatest  variety  of 
names  for  white  would  be  given»and  we  coxild  thus  see  what  con  * 
stituted  an  acceptable  normal  response  for  that  color. 

The  white  color  in  the  lantern  has  a  distinctly  yellow  cast* 
so  much  so  that  some  individuals  who  are  told  that  it  is  white  in** 
sist  that  it  is  yellow  and  so  call  it.  Other  responses  to  it  were 
orange*  amber*  red*  and  pink.  The  significemce  of  these  varia¬ 
tions  of  response  are  analyzed:  on  the  A.O.  plates  the  men  who 
made  these  divers  responses  were  normal.  We  have  further 
tested  some  of  these  men  by  means  of  the  Farnsworth  panel. 
The  average  performance  of  five  men  who  consistently  called  the 
colors  on  the  R.C.N.  Lantern  correctly  (i.e.*as  they  are  labelled) 
is  presented  inGrai^#!.  This  approximates  the  averages  of 
those  men  who  consistently  called  the  blue  "green**  and  the  white 
"yellow***  **orange’**- and  **red’*  (Graphs  #2  to  #5)  and  demon¬ 
strates  the  insignificance  of  the-se  responses*  whereas  the  par¬ 
ticular  significance  of  tiie  anomalous  re sponse  of  "green**  to  the 
white  light*  is  presented  in  Graph  #6.  The  calling  of  the  white  as 
**red**  presents  a  more  serious  problem  to  the  examiner.  Occas¬ 
ionally  aman  will  call  ‘*red**  for  white  imtil  he  first  sees  it  pair¬ 
ed  with  the  red  color.  Since,  the  first  combination  of  red  and 
white  .occurs  after  two  combiiiations  of  white  and  green*  the  sub¬ 
ject  has  already  committed  himself  and  may  continue  to  call  the 
white  **red***  although  the  red  is  called  correctly.  If  he  does 
change*  however,  the  examiner  has  merely  to  repeat  the  origin¬ 
al  combinations  to  determine  if  this  response  was  due  to  term¬ 
inology  or  to  color  deficiency.  The  response  of  "red**  for  white 
is  the  only  ambiguous  response  and  need  actually  give  little 
trouble  to  the  tester  because  it  is  us\ially  accompanied  by  quali¬ 
fying  statements  such  as*‘*It  is  very  light* but  I  guess  it  is  red**. 
This  difficulty  may  be  avoided  by  telling  the  men  that  there  are 
red*  green  and  white  colors.  In  one  case  a  color  normal  man 
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called  the  white  "yellow**  and*  on  being  informed  that  there  were 
only  white*  green*  and  red*  changed  his  response  of  * 'yellow**  to 
‘‘red’’  -  an  acceptable  response. 

Instead  of  an  amUysis  of  which  responses  may  be  con¬ 
sidered  good*  a  more  fruitful  line  of  pursuit  is  in  the  analysis  of 
what  responses  indicate  color  deficiency.  The  following  respon¬ 
ses  should  be  considered  errors: 

For  green*  "white"  or  "red". 

For  red*  "white"  or  "green". 

For  white*  "green"  or  "blue". 

If  white  is  called  "red"  the  response  may  be  considered  anerror 
if  the  man  has  previously  called  the  white  correctly.  A  person 
who  fails  the  test  by  miscalling  white  usually  Ihbels  it  "green" 
or  "blue"  as  wellas  "red".  In  only  one  case  out  of  65  anonnalous 
men  was  the  white  called  "red"  after  being  named  correctly, 
without  also  being  called  "green"  or  "blue".  The  Canadians 
allowed  "yellow"  or  "bluish -white"  for  white*  but  no  other  re¬ 
sponses.  V/e  fo\md  that  "bltiish -white"  did  not  occur*  because 
of  the  instructions  that  "These  are  simple  pure  colors  and  should 
be  named  as  such".  Other  responses  were  varied*  however. 
Table  I.  discussed  below,  shows  that  other  responses  than  those 
allowed  by  the  Canadians  should  be  considered  correct. 

The  instructions  with  the  lantern  required  a  period  of 
dark  adaptation  of  at  least  10  minutes  before  the  test.  There  ap¬ 
pears  to  be  little  reason  for  this.  A  10-minute  period  is  about 
one -third  the  length  of  time  needed  for  complete  dark  adaptation, 
while  it  is  about  twice  as  long  a's  is  necessary  to  adapt  the  cones  - 
the  receptors  for  color  vision.  Again,  due  to  ttie  different  rate 
at  which  people  become  adapted  to  darkness,  it  is  impossible  to 
predict  the  degree  of  dark  adaptation  after  ten  minutes.  The  man 
being  tested  is  neither  light  adapted  nor  dark  adapted*  but  some¬ 
where  in  between.  Finally,  there  is  no  apparent  reason  why  an 
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individual  should  be  dark  adapted  for  such  a  test*  Edridge 'Green 
does  not  find  it  necessary  in  the  use  of  his  lamp,  which  is  sim¬ 
ilar  to  &e  Royal  Co&adian  Lantern  in  principle » although  the  form¬ 
er  is  more  variable* 

With  these  considerations  in  mind*  we  tested  the  effi¬ 
cacy  of  dark  adaptation  for  the  operation  of  the  lantern*  A  n\im- 
ber  of  individuals  were  dark  adapted  by  means  of  night  vision 
goggles  which  had  opaque  plastic  material  substituted  for  the 
ordinary  red  lenses*  This  was  done  to  eliminate  differential 
color  adaptation*  The  subjects  were  seated  in  a  lighted  room* 
wearing  the  goggles*  for  10  minutes*  and  were  brought  individ¬ 
ually  into  the  darkroom  by  the  examiner  and  then  told  to  remove 
the  glasses*  We  thus  insured  that  they  would  be  dark  adapted 
without  having  them  in  the  dark  room  previous  to  their  test* 
After  being  tested  on  the  Royal  Canadian  Lantern*  these  men 
were  given  the  American  Optical  Company  test* 

Table  I  reports  the  responses  of  the  111  cases  of  dark- 
adapted  individuals  whom  the  AO  test  showed  to  be  normal*  In 
any  routine  test  on  the  RC  lantern*  the  total  number  of  presen¬ 
tations  of  any  one  color  is  eight*  although  there  may  be  rechecks 
later*  Thus*  white* red  and  green  were  presented  888  times  each 
in  testing  111  men*  eight  times  to  each  man*  The  response  may 
have  been  consistent  to  a  given  stimulus  color*  or  may  have 
varied*  For  example*  white  was  called  red  consistently  by  Z 
men  (16  times)  and  altogether  was  called  red  Z8  times* 

Table  II  presents  the  responses  of  Z19  men*  shown  by  tiie 
AO  plates  to  be  color-normal*  who  were  not  dark-adapted*  The 
only  significant  difference  brought  out  by  these  tables  is  tiie  fact 
that  fewer  men  without  dark  adaptation  tended  to  call  the  white 
light  “yellow”  than  did  those  who  had  been  adapted*  Otiier  than 
this*  the  period  of  dark  adaptation  does  not  seem  to  alter  the  re¬ 
sponses  of  color -normal  individuals* 
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As  far  as  those  with  color  defects  are  concerned,  the 
lack  of  dark  adaptation  may  alter  the  stringency  of  the  test, 
though  not  to  any  great  extent.  The  test  still  divides  individuals 
into  two  groups  to  about  the  same  degree  of  color  deficiency. 
A  man  who  failed  the  test  while  light  adapted  also  failed  it  after 
being  dark  adapted.  The  reverse  was  true  witii  one  exception. 
We  have  tested  an  insufficient  number  of  individuals  to  be  certain 
of  the  dividing  line  between  the  effects  of  dark  adaptation  and  of 
light  adaptation  on  the  Royal  Canadian  Lantern  but  since  no  one 
has  as  yet  determined  this  point,  either  method  is  acceptable. 

We  may  conclude  then  that  the  omission  of  the  period  of 
dark  adaptation  does  not  significantly  alter  the  performance  of 
normal  or  abnormal  subjects  nor  reduce  the  efficacy  of  the  test. 
Any  test  used  for  large  groups  will  be  discussed  outside 
the  testing  room,  and  potential  examinees  may  obtain  informa¬ 
tion  about  the  nature  of  the  test.  If  this  test  were  to  be  rendered 
valueless  by  the  subjects'  knowing  tiiat  only  three  lights  -  red, 
green  and  white,  were  presented,  it  would  be  useless  as  a  means 
of  testing  color  vision  in  a  large  organization  such  as  the  Navy, 
With  this  in  view,  v/e  again  modified  the  official  instructions  to  the 
extent  of  telling  certain  subjects  that  there  were  only  red,  green 
and  white  lights.  We  tested  97  normal  men  after  giving  them 
this  information  and  again  found  a  variety  of  responses, but  these 
variations  were  less  than  in  the  preceding  tests,  (Table  III) 
Yellow  was  called  several  times,  and  one  man  insisted  that  the 
white  was  too  reddish  to  be  white,  and  so  called  it  "red". 

As  regards  anomalous  men,  we  tested  subjects  first  with¬ 
out  iaforming  them  what  the  lights  were  and  then  told  them  that 
the  lights  were  red,  white  and  green.  If  they  had  failed  the  test 
previously,  they  did  so  again.  We  may  conclude  then  that  pre¬ 
vious  knowledge  of  the  nature  of  the  test  does  not  impair  its  ef¬ 
ficiency  either  for  normal  or  abnormal  individuals. 
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It  is  possible  that  men  who  are  color  blind  may  attempt 
to  get  practice  with  the  te  st  from  civilian  opticians*  If  training 
or  coaching  should  enable  such  men  to  pass  the  lantern*  it  would 
not  then  be  so  desirable  a  test  as  if  such  experience  had  no  ef¬ 
fect*  We  actually  coached  individuals  in  this  manner*  “You 
called  the  red-green  as  ‘red-white’  (showing  the  red-green); 
this  is  red-white*  now  do  you  see  the  difference?’’  Extensive 
training  at  the  time  of  the  test  and  on  the  same  instrument  used 
for  testing  seemed  to  have  little  beneficial  effect  except*  perhaps 
on  a  few  borderline  cases*  Even  though  the  number  of  errors  de¬ 
creases*  the  final  goal  of  making  no  errors  is  not  attained  after 
training*  Some  borderline  cases  may  be  passed  as  a  result  of 
coaching*  but  this  is  not  necessarily  an  argument  against  the 
lantern*  since  it  is  qvtite  indefinite  as  to  how  a  person’s  color 
vision  should  be  to  cause  his  rejection  for  service* 

To  summarize  this  section*  we  have  modified  the  instruc¬ 
tions  given  with  the  Royal  Canadian  Lantern  in  four  ways*  none 
of  which  decreases  the  efficacy  of  the  test  and  all  of  which  aid  in 
simplifying  and  clarifying  its  operation. 

1*  The  elimination  of  the  assistant  operator  and  the  sub¬ 
stitution  of  a  careful  and  conscientious  worker  among  the  enlist¬ 
ed  personnel  for  the  doctor  required  by  the  Canadians  makes  the 
test  much  more  available  for  constant  and  widespread  use  in  the 
Navy* 

2*  The  acceptance  of  other  responses  than  the  prescribed 
ones  as  ’’normal’’  must  be  insisted  upon*  since  men  acco\mted 
normal  by  the  present  Navy  tests  for  color  vision  did  not  necess¬ 
arily  give  the  exact  answers  called  for  by  the  Canadian  test* 

3*  The  omission  of  the  period  of  dark  adaptation  makes 
for  a  simpler  testing  situation*  eliminates  the  need  for  dark  adap¬ 
tation  equipment* and  reduces  the  total  time  necessary  for  com¬ 
pletion  of  the  test* 
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4«  The  information  as  to  what  the  colors  in  the  lantern 
actually  were  was  intended  primarily  as  a  test  of  the  machine’s 
value  in  a  large  organization.  Since  such  information  seems  to 
make  a  negligible  difference  in  the  lantern's  ability  to  divide  a 
population  accurately*  it  mig^t  be  suggested  that  informing  the 
subjects  in  advance  as  to  the  three  correct  responses  woiild  sim¬ 
plify  both  the  testing  and  the  grading  procedure. 

Approximately  ZSOOmen  were  examinedon  the  A. O.  plates* 
and  those  who  showed  evidence  of  any  deficiency  at  all  on  these 
plates  were  examined  further.  Such  deficiency  may  be  recog¬ 
nized  by  the  tester  in  three  ways:  (1)  total  errors*  (2)  red-green 
responses  to  confusion  plates*  and  (3)  difficulty  for  the  subjects 
in  reading  any  of  the  plates.  Mere  tabulation  of  total  errors 
does  not  give  sufficient  information  and  may  even  be  misleading. 
Plates  19  and  20  arc  confusion  plates  as  mentioned  above;  the 
normal  individual  reads  5  and  3*  while  the  red -green  color  de¬ 
ficient  sees  2  and  5.  Plates  35  and  36  illustrate  #3  above*  as  the 
man  being  tested  is  required  actually  to  trace  a  wavy  line  in  each 
plate.  In  Table  IV  is  presented  the  average  performance  of  70 
men  whose  AO  performeuice  showed  some  color  deficiency  judg¬ 
ed  by  any  of  the  three  methods.  It  should  be  recognized  that  an 
average  may  gloss  over  important  differences  between  types  of 
color  deficient  individuals.  Of  these  70  men*  26  eventually  passed 
the  R.C.  lantern  although  only  nine  of  these  26  who  passed  made 
no  errors  on  their  first  test.  The  other  17  correctly  identified 
the  colors  on  a  retest.  The  remaiiiing  44  men  failed  the  lemtern. 
From  the  AO  as  well  as  other  tests  it  is  apparent  that  passing 
the  R.C.  lantern  does  not  necessarily  mean  that  the  man’s  color 
vision  is  normal*  although  the  claims  for  tiie  lantern  deny  tills. 
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The  present  tests  for  color  blindness  in  the  Navy  are  a 
pseudo-isochromatic  test(Stillingsand  latterly  the  American  Op¬ 
tical  Company's  plates)  supplemented  by  the  Edridge-Green  lan¬ 
tern.  Although  the  instructions  in  the  Manual  are  not  clear  as  to 
the  exact  function  of  the  Edridge -Green  lantern,  it  is  apparent 
that  it  is  used  in  cases  where  individuals  experience  difficulty 
with  the  pseudo -isochromatic  plates.  The  criticism  concerning 
color  naming  which  might  be  levelled  against  the  R.C.  lantern 
apply  to  the  Edridge -Green  lantern  with  evenmore  emphasis  be¬ 
cause  of  the  greater  numbers  of  colors  and  combinations  of 
colors.  For  example,  the  blue  of  the  Edridge -Green  lantern  is 
decidedly  a  purple  and  the  response  of  violet,  lavender,  or  red 
must  not  be  considered  incorrect.  This  lamp  reqtiires  an  expert 
to  administer  it.  and  even  in  the  hands  of  an  expert  it  does  not 
indicate  individuals  who  might  be  dangerously  color  deficient, 
because  of  the  large  siaed  aperture  used.  Authorities  agree  that 
the  Edridge -Green  lantern  does  not  reject  certain  individuals  who 
can  distinguish  red  and  green  near  at  hand  but  not  at  a  distance. 

Since  the  R.C. lantern  is  also  used  to  supplement  pseudo - 
isochromatic  tests  it  should  be  compared  with  the  Edridge -Green 
lantern.  There  are  three  immediate  advantages  to  the  R.C. lan¬ 
tern.  In  the  first  place,  it  is  a  more  difficult  test  than  the  Edridge - 
Green  lantern.  Secondly,  it  is  simpler  in  operation  and  inter¬ 
pretation  and.  thirdly,  it  is  less  time  consuming,  about  Ij  min¬ 
utes  being  required  to- administer  the  test  completely. 

Whether  the  Navy’s  test  for  color  vision  should  be  less 
stringent  than  the  AO  plates,  properly  administered,  is  proble¬ 
matical.  Criteria  for  an  applicant's  color  vision  should  be  fur¬ 
ther  investigated.  The  R.C.  lantern  approximates  working  con¬ 
ditions  and  should  be  considered  in  that  light.  It  is  an  easier  test 
than  the  pseudo -isochromatic  type  in  that  men  with  minor  color 
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defects  may  fail  the  plates  and  yet  pass  the  lantern.  On  the  other 
hand  it  is  amuchmore  stringent  testthan  the  Edridge ‘Green  lan¬ 
tern*  A  rigid  investigation  under  actual  field  conditions  is  indi¬ 
cated  prior  to  the  establishment  of  new  and  definite  stemdards  for 
the  minimum  requirements  for  color  vision*  It  is  known  that  the 
requirements  for  color  vision  vary  widely  from  job  to  job  and  it 
is  probable  that  only  a  small  percentage  of  the  ratings  in  the  Navy 
require  excellent  color  perception* 
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ROYAL  CANADIAN  COLOUR  VISION  LANTERN 


111  dark -adapted  satjects,  who  have  normal  color  perception 


TABLE  I -a 


White  Stimulus 

Green  Stimulus 

Red  Stimulus 

Responses 

Responses 

Res] 

ponses 

Color 

Number 

Color 

Number 

Color 

Number 

White 

508 

34.7 

Green 

831 

93.6 

Red 

887 

99.9 

Yellow 

473 

53.3 

Blue 

56 

6.3 

Yenow 

1 

0.1 

Orange 

71 

8.0 

Red 

1 

0.1 

Red 

28 

3.1 

Amher 

5 

0.6 

Pink 

2 

0.2 

Green 

1 

0.1 

1 

1 

Total 

888 

100.0 

888 

100.0 

888 

100.0 

TABLE  I-h 


White  stimulus 


Green  Stimulus 


Red  Stimulus 


Consistent  responses  Cgngietgnt  rcBPonfiee  CoaBlstant  regypnaeB. 


White 

29 

26.1 

Green 

101 

91.0 

Yellow 

49 

44.2 

Blue 

6 

5.1^ 

Orange 

7 

6.3 

Red 

2 

1.8 

Total- 

87 

78.4 

107 

96.4 

Incon¬ 

sistent 

24 

21.6: 

1 

4 

3. .6. 

JL 


■Color. 


IndlYldualB %. 


Red 


110 


no 


99.1 


99.1 


0.9 


TOTAL 


111 


100.0 


in  100,0 


111 


100.0 


ROYAL  CANADIAN  COLOUR  VISION  LANTERN 


219  light-adapted  subjects,  who  have  normal  color  perception 


TABLE  Il-a 


White  Stlmiilue_ Green  Stimulus_ Red  Stimulus 


Responses 

Responses 

Responses 

Color 

Number 

Color 

Number 

Color 

Humber 

White 

1101 

62.8 

Green 

1481 

84.5 

Red 

1745 

99.6 

Yellow 

554 

31.6 

Blue 

269 

15.4 

Black 

4 

.2 

Orange 

25 

01.4 

White 

1 

0.1 

Green 

3 

.2 

Red 

kU 

12.5 

Red 

1 

0.1 

Amber 

7 

0.4 

Pink 

2 

0.1 

1 

1 

Brown 

1 

0.1 

i 

Black 

9 

0.5 

1 

1 

Green 

9 

0.5 

1 

1 

1 

Total 

1752 

100.0 

1752 

100.0 

1752 

100.0 

TABLE  II -h 


■■■■-»  ■  . -  ...1  .  , 

White  Stimulus 

•  ■  •"  •• 

Green  Stimulus 

T-  - -  '  -  -  J 

Red  Stimulus 

Consistent  Respcaxses 

Consistent  Responses 

Consistent  Responses 

Color 

Individuals 

Color 

Individuals  ‘f> 

Color 

Indlvl duals  % 

Vfhite 

106 

48.4 

1 

Green 

1  ,  1 

174 

79.5 

Red 

215 

98.2 

Yellow 

47 

^1.5 

Blue 

25 

11.4 

Red 

1 

0.5 

1 

Black 

1 

0.5 

1 

Total 

155 

70.9 

199 

1 

90.9 

i 

215 

98.2 

Incon¬ 

64 

29.1 

20 

9.1 

4 

1.8 

sistent 

TOTAL 


219  100.0 


219  100.0 


219  100.0 


EOYAL  CANADIAN  COLODE  VISION  LANTEEN 


97  light-adapted  informed  subjects,  vho  have  normal  color  perception 


TABIE  Ill-a 


White  Stimulus 

Green  Stimulus 

Eed  Stimulus 

Eesponses 

Eesponses 

Eesponses 

Color 

Number 

Color 

Number 

IS 

Color 

Number 

IT 

White 

725 

93  A 

Green 

773 

99.6 

Eed 

776 

100 

Eed 

22 

02.8 

White 

3 

O.h 

Yellow 

27 

03.5 

Green 

2 

0.3 

Total 

776 

100.0 

776 

100.0 

776 

100 

TABLE  Ill-h 


White 

1  Stimulus 

Green  Stimulus 

Eed  Stimulus 

Consistent  Eesponses 

Consistent  Eesponses 

Consistent  Eesponses 

Color 

Individuals 

Color 

Individuals 

Color 

Individuals 

i> 

White 

82 

84.5 

Green 

94 

96.9 

Eed 

97 

100 

Eed 

1 

1.0 

Yellow 

5 

3.1 

Total 

86 

88.6 

94 

96.9 

97 

100 

Incon¬ 

sistent 

11 

11.4 

3 

0 

0 

TOTAL  97  100.0  97  100.0  97  100 


Average  of  Errors  on  AO  Average  of  Errors  on  AO 
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